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R"'"''" Ultrasound-aided fixation is a recently developed alternative method of treat- 
ment of zygomatico-maxillary (ZM) fracture, and it can resolve the problems of excessive 
torsion force and subsequent fractures of screws. We conducted this study to evaluate the 
clinical usefulness of ultrasound-aided fixation as compared with the conventional fixation 
method using a drill and an expander in patients with ZM fracture. 

Metho We conducted a retrospective study in 35 patients with ZM fracture who had been 
treated at our hospital during a period ranging from March of 2008 to December of 2010. We 
divided them into two groups: an ultrasound-aided fixation group, comprising 13 patients 
who underwent ultrasound-aided fixation (SonicWeld Rx, KLS Martin), and a conventional 
group, comprising 22 patients who underwent conventional fixation (Biosorb FX, Linvatec 
Biomaterials Ltd.). We compared such variables as sex, direction, age at operation, follow-up 
period, operation duration, number of fixed holes, and time to discharge between the two 
groups. 

Results The ultrasound-aided fixation reduced the operation duration by about 30 minutes 
as compared with that of conventional fixation. There was no significant difference in follow- 
up period, number of fixed holes, or time to discharge between the two groups. Furthermore, 
there were no complications in either group. 

Conclusions The ultrasound-aided fixation of fractured ZM bone using an absorbable implant 
system is safe and effective in promptly reducing the bone fracture and providing satisfactory 
cosmetic outcomes over time. 
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INTRODUCTION 

In the conventional absorbable plate system, rigid fixation is 
achieved using screw- or tack-based methods. Absorbable screws 
require bone drilling and tapping prior to screw placement. In 



addition, poor screw pvirchase can occur if the proper technique 
is not used. Tack fixation requires that a significant amount of 
force be applied to the tack to drive it securely into the bone. 
However, there are reported disadvantages such as prolonged 
operation time and complicated surgical handling because of 



Copyright © 2013 The Korean Society of Plastic and Reconstructive Surgeons 

This is an Open Access article distributed under the terms of the Creative Commons Attribution Non-Commercial License (http://creativecommons.oi'g/ 

licenses/by-nc/3.0/) which permits unrestricted non-commercial use, distribution, and reproduction in any medium, provided the original work is properly cited. | WWW.e-aps.org 



330 



Vol. 40 /No. 4 /July 2013 



Archives of Plastic Surgery 



the need to tap threads into the screw holes [1,2]. 

Ultrasound-aided fixation is an alternative method that has 
been recently developed. The absorbable pin is mounted at the 
tip of a device called a sonotrode, which then vibrates the pin 
to ultrasonic speeds. As the vibrating pin is inserted into the 
hole drilled into the bone, the friction generated at the pin-bone 
interface causes the pin edges to melt into the bone, resulting 
in a flow of biodegradable polymers into the cortical bone layer 
and the cavities of the cancellous bone. This can resolve the 
problems of excessive torsion force and subsequent fractures of 
screws. Theoretically, the fusion of the plate and pinhead is the 
definitive characteristic of a mechanical device superior to con- 
ventional fixation. Besides, the advantages of ultrasound-aided 
fbcation include optimum operative handling, reduced insertion 
time, avoidance of fractures of the fixation elements, and higher 
three-dimensional load capacity [ 1 ] . 

Given the above background, we conducted this study to evalu- 
ate the clinical usefulness of ultrasound-aided fixation as com- 
pared with the conventional fixation method based on a drill 
and an expander in patients with zygomatico-maxiUary (ZM) 
fractvire. 

METHODS 

Study patients 

We conducted the current retrospective study in 35 patients with 
ZM fracture who had been treated at our hospital during a pe- 
riod ranging from March of 2008 to December of 2010. AH of 
our patients were operated on by a single surgeon. We divided 
them into two groups: the ultrasound-aided fixation group, com- 
prising 13 patients who underwent ultrasound-aided fixation 
(SonicWeld Rx, KLS Martin, Tuttlingen, Germany), and the 
conventional fixation group, comprising 22 patients who under- 
went conventional fixation (Biosorb FX, Linvatec Biomaterials 
Ltd., Tampere, Finland). We compared such variables as sex, 
direction, age at operation, follow-up period, operation time, 
number of fixed holes, and time to discharge between the two 
groups. The operation time was measured as the total operating 
time except for the GiUes' operation time. The date of the last 
follow-up was determined by that of the last outpatient visit. 
Postoperatively, all of the patients were followed up for clinical 
and radiological findings. 

Surgical technique 

Surgical treatment was performed within 3 to 7 days after the 
onset of trauma, depending on the amount of swelling, through 
an intraoral and a subciliary incision. In addition, we performed 
GiUes' operation for the reduction of zygomatic arch fracture. 



An intraoral incision was made in the buccal vestibule from 
the canine to the first molar area. The fractured segment of the 
ZM bone was exposed up to the inferior orbital margin using a 
subperiosteal dissection. This was followed by the exposure of 
the orbicularis oris muscle through a subciliary incision. Then 
a blunt dissection was performed in the direction of the muscle 
fibers. Moreover, an incision was also made in the periorbital 
periosteum, followed by the exposure of the infraorbital rim and 
the upper part of the fractured area using a subperiosteal dissec- 
tion. Repositioning of the bony fragments was conducted. Then, 
3 absorbable plates with 4 or 6 holes were properly located above 
the fractured site. 

In the conventional fixation group, a hole was made in the frac- 
ture fragment using a driU. This was followed by the insertion of 
the tapper in the hole. Then, the plate and the fracture fragment 
were fixed tightly by absorbable screws. In addition, if needed, 
extra screws were inserted in other sites. In the ultrasound-aided 
fixation group, various types of plates were available for fixation. 
These plates could be molded and then shaped in hot water. 
The sonotrode was attached to a base unit that generated the 
ultrasonic frequency. The absorbable pin was mounted to the 
tip of the sonotrode and then inserted in the hole made in the 
fractured segment of the ZM bone through the plate. In the 
ultrasound-aided fixation group, the absorbable pin was set to 
vibrate with the tip of the sonotrode. The pin was then placed 
into the bone with minimal pressure and absorbed into the 
drilled hole. At the completion of the pin insertion, the applica- 
tion of the ultrasonic frequency was discontinued. Then, gentle 
pressure was applied to the pin and sonotrode for 1 to 2 seconds 
before the sonotrode was extracted. Thus, the pin was fixed in 
the hole (Fig. 1 ). After hemostasis was achieved, a drainage tube 
was inserted in the surgical sites. Following this, the wotmd was 
closed layer by layer 

Statistical analysis 

Statistical analysis was done using SPSS ver. 14.0 (SPSS Inc., 
Chicago, IL, USA). All of the the data was expressed as mean ± 
standard deviation. We used Fisher's exact test to compare such 
variables as the sex and the location of the fracture. In addition, 
we performed an independent samples t-test to compare such 
variables as the mean age at operation, the mean follow-up period, 
the operation time, and the time to discharge between the two 
groups. A P-value of < 0.05 was considered statistically significant. 

RESULTS 

As shown in Table 1, there were no significant differences in base- 
line characteristics such as the mean age and the mean follow-up 
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Fig. 1. Intraoperative photograph of the ultrasound-aided and conventional fixation methods 



The ultrasound-aidecl fixation: (A) Intraoral view. (B) Subciliary view. In the case of the ultrasound-aided fixation, the heads of pins were melted into 
the holes of the plates. The fractured bones were fixed with fused pins and plates. The conventional fixation. (C) Intraoral view. (D) Subciliary view. 




period between the two groups. In the conventional frxation 
group (n = 22), comprising 21 men and one woman, the mean 
age at operation was 32.6 years (range, 11 to 65 years) and the 
mean follow-up period was 210.4 days (range, 60 to 536 days). 
In addition, there were 6 right-sided cases and 16 left-sided 
cases. Furthermore, there were no bilateral cases. In the ultra- 
sound-aided fixation group (n = 13), comprising 13 men and no 
women, the mean age at operation was 31.2 years (range, 15 to 
55 years) and the mean follow-up period was 190.9 days (range, 
96 to 248 days). In addition, there were 5 right-sided cases and 
8 left-sided cases. Furthermore, there were no bilateral cases. 

Additionally, there was a significant difference in the operation 
time between the two groups. That is, it took significantly short- 
er to reconstruct the ZM firacture in the ultrasound-aided fixa- 
tion group as compared with the conventional fixation group 
(90 minutes vs. 119.9 minutes, P = 0.0269). This showed that 
the ultrasonic-aided fixation was more advantageous than the 
conventional one. For the ultrasound-aided fixation, an average 
of 9.9 pins and 10.1 screws were used. There was no significant 
difference in the number of pins or screws used between the 
two groups (P = 0.6446). Therefore, the operation time of the 



Table 1. Patient demographics and results 


' 1 


Variable 


Ultrasonic- 
aided 


Conventional 


P-value 


Total no. of patients 


13 


22 


NA 


Male/Female patients 


13/0 


21/1 


1 


Right/Left/Bilateral 


5/8/0 


6/16/0 


0.72 


Age at operation (yr) 


31.15 + 13.23 


32.6 + 14.92 


0.7695 


Follow-up period (day) 


190.9 + 46.93 


210.4 + 92.23 


0.4358 


Operation time (min) 


70 + 28.80 


99.9 + 47.57 


0.0269 


No. of fixed pins 


9.92 + 1.15 


10.13 + 0.72 


0.6446 


Time to discharge (day) 


5.5 + 0.90 


6.5 + 2.48 


0.1009 



Values are presented as mean + standard. 
NA, not applicable. 



ultrasound-aided fixation group was shorter by about 3 minutes 
per hole than that of the conventional fixation group. In addi- 
tion, there was no significant difference in the time to discharge 
between the two groups (5.5 days vs. 6.5 days, P= 0.1 009) 
(Table l). Furthermore, there were no complications in either 
group. Furthermore, the patients were cosmetically satisfied 
with the postoperative appearance. 
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DISCUSSION 

Various types of hardware such as plates and screws are used to 
reduce facial bone fractures and have replaced wire fixation, thus 
providing instantaneous rigid fixation of the bone. This remains a 
popular method of fixation, particularly in cases in which there is 
a need for immediate structural support of the bone fi-agments. 
The metal plate and screw provide rigid fixation and stability. 
However, they also carry the risk of migration with growth, skin 
erosion, aseptic necrosis, subjective discomfort, infection, bone 
growth restriction, and the radiation scatter effect [1,3-5]. 

Fixation using an absorbable plate system was developed in 
the 1990s, and it has gained wide use in the field of pediatric cra- 
nial and facial surgery [6]. Such systems have the advantages of 
immediate rigid fixation without the use of long-term implants. 
The biodegradable plates and screws have several advantages 
over titanium plates and screws, and these include 1 ) no need 
for a secondary intervention to remove the devices, 2) no in- 
terference with imaging or radiotherapeutic techniques, 3) no 
possible growth disturbance or mutagenic effects, and 4) no 
thermal sensitivity [7,8]. Moreover, there is no cellular reaction 
due to thermal stress during insertion [l] Furthermore, there 
are rare occurrences of device-related complications including 
device failure secondary to the external trauma, delayed foreign 
body reactions, and granuloma formation [5,6]. 

One of the limitations of biodegradable implant systems is the 
method of fixation of the plates or mesh to the bone. The screw- 
based fixation requires tapping of the screw threads before inser- 
tion because the screws are not self-tapping [5]. This step can be 
quite burdensome and can result in hand fatigue, particularly if 
multiple screws are involved [6]. Furthermore, the screw heads 
can firacture from the shaft if the length of the threaded screw 
path is inadequate or if the longitudinal axis of the screw is not 
aligned with the threaded screw path in an orthograde fashion 
[l]. The hand tapping of the thread can be time-consuming. In 
addition, downward pressure is required when it is done with 
screw placement. This can increase the difficulty of placement 
[5]. 

Our results showed that ultrasound-aided fbcation using rigid 
absorbable implants in facial surgery provided rigid bone fbca- 
tion with no complications. These rigid absorbable implants 
are composed of a 50:50 mixture of D-isomers and L-isomers 
of polylactic acid [4,5]. According to the manufacturer's in- 
structions, the loss of the implants' initial strength appears 8 to 
10 weeks after the tissue implantation. In addition, complete 
resorption of the implant will occur by approximately two years 
later. The D-isomers and L-isomers of polylactic acid are hydro- 
lyzed through phagocytic internalization by macrophages [5]. 



This is a signal transduction pathway by which fibroblast-like 
cells are attracted and the final products such as H2O and CO2 
are released [9]. The polymers are fabricated into various plates, 
meshes, or buttons, and can be fbced to the skuU or facial bones 
using screws, tacks, orpins [2,10]. Furthermore, the ultrasound- 
aided fixation system was advantageous in that the pin could be 
implanted in a two-stage procedure. That is, it is advantageous in 
that there is no need to tap a screw thread or turn the screw and 
this makes it possible to promptly implant the pin. Our results 
showed that the operation time of the ultrasound- aided fbcation 
group was shorter by about 3 minutes per hole as compared with 
duration for the conventional fixation group. However, there is a 
possibility that the operation time gap could be elongated, such 
as when a screw is fractured during fixation, or tapping one is 
insufficient, or a dropped screw has to be retried due to an im- 
properly locking screw. 

Moreover, the ultrasound-aided fixation system is useful for 
thin bone because it can disperse pressure and thereby provide a 
rivet-like retention. In addition, minimal forces are required for 
the insertion of the pin. This indicates that it is less probable that 
the fracture of the thin bone might occur. It can also be inferred 
that the pin can be safely placed over vital structures such as ves- 
sels and nerves. Therefore, the ultrasound-aided fixation system 
would be an ideal modality for thin cortical bone, cancellous 
(porous) bone, and the areas that are adjacent to vital structures. 

There are some limitations of the current study, whose results 
cannot be generalized to the fi-actures of other facial regions. To 
rule out the factors that vary among sites and thus differentiate 
between the two fixation systems, only ZM fractures were con- 
sidered in this study. Further studies are, therefore, warranted 
to apply our results to the fractures of other facial regions. In 
addition, based on the claims of the manufacturer, the complete 
absorption of the plate would not be achieved for approximately 
two years, leaving a window of time in which foreign body reac- 
tions such as granuloma formation could occur. In the current 
study, however, the mean follow-up period was eight months. 
Further long-term follow-up studies are warranted to support 
our findings. Computed tomography (CT) is effective in the 
postoperative assessment of bone firacture malposition and mal- 
union. However, postoperative CT was not performed in all pa- 
tients in our study. Further follow-up CT studies are warranted 
to support our results. 

Our results showed that the ultrasound-aided fixation of frac- 
tured ZM bone using an absorbable implant system is a safe, 
effective method for promptly reducing the bone fracture and 
providing a satisfactory cosmetic outcome over time. 
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